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 QCP3 
 
 PREPARATION, CONTROL, AND TRACEABILITY 
 OF STANDARDS 
 
1.0 PURPOSE 
 

To establish procedures for the preparation, control, and traceability of radioactive 
standards used by the radiochemical and radiophysics laboratories. 

 
2.0 RESPONSIBILITIES 
 

2.1 Laboratory Manager or designee 
 

2.1.1 Identify needs for new/additional laboratory chemistry standards and 
initiate purchase requisitions. 

 
2.1.2 Authorize purchase of standard materials for laboratory operations by 

approving a purchase requisition. 
 

2.1.3 Periodically (at least semi annually) review and sign standards log.  The  
storage area will be monitored on the same frequency as the standards log 
for compliance with this procedure.   This monitoring will be documented. 

 
2.1.4 Prepare dilutions/mixtures of standards for laboratory operations. 

 
2.1.5 Maintain logs of standard materials with accompanying supporting 

paperwork and certificates. 
 

2.1.6 Calculate standard expiration date, if applicable. 
 

2.1.7 Maintain storage area for all standards and tracers. 
 

2.1.8 Initiate disposal of standards, as appropriate, due to questionable content, 
damage, expiration, etc. 

 
2.1.9 Prepare specific media and geometry for counting room standards. 

 
3.0 TRACEABILITY 
 

3.1 All standards, used for calibration of laboratory and radiometric operations, shall 
be traceable to the National Institute of Standards and Technology (NIST) or they 
should be industry accepted standards. 
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3.2 For the purposes of this procedure, standards as they are received from the 

supplier, i.e. undiluted, are primary standards; dilutions of primary standards are 
secondary standards; secondary standards may be used to spike various media, 
matrices, or special geometries, in which case the spiked sources are considered 
working standards. 

 
4.0 PREPARATION OF SECONDARY STANDARDS 
 

4.1 Select the desired primary standard (based on radionuclide, concentration, matrix, 
etc.).  Take necessary protective precautions based on activity levels specified in 
QCP6 for contamination control.  Contact the safety office before handling any 
activity greater than 1 µCi. 

 
4.2 Calculate the desired dilution; obtain a clean volumetric flask. 

 
4.3 Calculate the standard=s expiration date as follows: 

 
The standard=s expiration date is determined such that the total propagated 
uncertainty for a typical analysis of a standard solution is 1 sigma greater than the 
manufacturer specified total uncertainty. 

 
4.4 Determine the appropriate diluting agent from the standard certificate. 

 
4.5 Check the integrity of the flask that is to be used to dilute the standard.  Weigh the 

empty flask, add water to the fill line, and weigh the flask with water.  This data is 
recorded in the appropriate logbook.  The net weight of the water in grams should 
be approximately equal to the volume of the flask milliliters, considering the 
density and temperature.  

 
4.6 Break the top off of the ampule/container (it may be necessary to etch the neck of 

an ampule to obtain a clean break).  Use caution to keep foreign matter, including 
finger prints, from the container surface. 

 
CAUTION: Broken glass and syringes offer potential for internal 

contamination.  Use extreme caution while handling broken glass 
and syringes. 

 
4.7 Weigh the ampule and solution.  Record this value to the tenth of a milligram.  

Using an appropriate dispensing tool, remove the standard solution and transfer to 
the tared, empty volumetric flask. 

 
4.8 Weigh and record the weight of the ampule after removing the standard.  Record 

the weight of solution to a tenth of a milligram added to the diluting container.  
 

4.9 Bring the solution up to volume using the diluting solution.  Add a stirring bar 
and stir to mix. 



 
 
 
 
 

 
 

  
Laboratory Procedures Manual Revision No. 12 
ORISE/ESSAP Date: August 31, 2004 
 Page 3 of 7 of QCP3 

 
 

4.10 Label the container with radionuclide, standard number, diluting solution, activity 
concentration, uncertainty, and expiration date, if necessary.  If the solution has 
no expiration date, this will be noted in the log of the solution 

 
4.11 Record the following information in the standard dilution log: 

 
C Name of radionuclide 
C Vendor name 
C Standard Identification number 
C Standard matrix 
C Standard reference date 
C Standard expiration date, refer to 4.10 
C All pertinent measured values 

1) ampule and solution weight 
2) ampule tare weight 
3) final dilution volume 

C All pertinent calculations and calculated values 
1) solution weight 
2) diluted solution activity on reference date 

C Name of person performing dilution and date performed 
 

4.12 Verify the diluted standard with a direct count.  If direct counting is not possible, 
use a minimum of processing to obtain a count of the diluted standard.  Record 
data and technique used to provide verification in the standard dilution log. 

 
4.13 Store the secondary standard in the designated limited access area or cabinet. 
 
4.14 The volume of the secondary standard or tracer will be monitored.  Once the 

solution reaches 40 percent of the container volume, the solution is to be 
transferred to a container which has a capacity close to the remaining solution 
volume. 

 
5.0 PREPARATION OF WORKING STANDARDS AND TRACERS 
 

5.1 Select the desired secondary standard (based on radionuclide, concentration, 
matrix, etc.).  Take necessary protective precautions based on activity levels 
specified in QCP6 for contamination control. 

 
5.2 Calculate the desired dilution; obtain a clean diluting container. 

 
5.3 Calculate the standard=s expiration date as follows: 

 
The standard=s expiration date is determined such that the total propagated 
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uncertainty for a typical analysis of a standard solution is 1 sigma greater than the 
manufacturer specified total uncertainty. 

 
5.4 Determine the appropriate diluting agent from the standard certificate. 

 
5.5 Check the integrity of the flask that is to be used to dilute the standard.  Weigh the 

empty flask, add water to the fill line, and weigh the flask with water.  The net 
weight of the water in grams should be approximately equal to the volume of the 
flask milliliters, considering the density and temperature.  

 
5.6 Select a pipette that will deliver the desired volume of the secondary standard.  

Check the pipette by weighing water of the desired volume and record the weight 
of the water.  The net weight of the water in grams should be approximately equal 
to the volume of the pipette milliliters, considering the density and temperature.  

 
5.7 Using the selected pipette dispense the secondary standard in the required volume 

into the tared flask.  Record the weight of the flask plus the secondary standard.  
The net weight of the secondary standard in grams should be approximately equal 
to the volume of the pipette milliliters, considering the density and temperature. 

 
5.8  Bring the solution up to volume using the diluting solution.  Add a stirring bar 

and stir to mix. 
 

5.9 Label the container with radionuclide, standard number, diluting solution, activity 
concentration, uncertainty, and expiration date, if necessary. 

 
5.10 Record the following information in the standard dilution log: 

C Name of radionuclide 
C Vendor name 
C Standard Identification number 
C Standard matrix 
C Standard reference date 
C Standard expiration date, to refer 4.10 
C All pertinent measured values 

1) flask and solution weight 
2) flask tare weight 
3) final dilution volume 

C All pertinent calculations and calculated values 
1) solution weight 
2) diluted solution activity on reference date 

C Name of person performing dilution and date performed 
 
5.11 Verify the working standard or tracer with a direct count.  If direct counting is not 

possible, use a minimum of processing to obtain a count of the diluted standard.  
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 Record data and technique used to provide verification in the standard dilution 
log. 

 
5.12 Store the working standard or tracer in the designated limited access area or 

cabinet. 
 
5.13 The volume of the working standard or tracer will be monitored.  Once the 

solution reaches 40 percent of the container volume, the solution is to be 
transferred to a container which has a capacity close to the remaining solution 
volume.  

 
6.0 CONTROL OF STANDARDS 
 

6.1 The Laboratory Manager or designee will have primary control of the area and/or 
cabinet in which all primary and secondary standards are stored.  The analytical 
staff will have access to the storage area. 

 
6.2 Upon receipt of standard, the following information shall be entered into the 

standards log: 
 

C Name of Radionuclide 
C Vendor Name 
C Standard Identification Number 
C Standard Matrix 
C Standard Reference Date 
C Standard Expiration Date, refer to 4.10 

 
6.3 Access to all standards will be controlled.  Primary and secondary standards will 

be stored in a designated location with access limited to the laboratory staff.  
These standards may be removed from this area for the following reasons: 

 
C Preparation of calibration standards for the various counting 

instrumentation. 
 

C Dispensing tracer solutions for those analytical procedures requiring 
internal tracers for the determination of chemical recovery. 

 
C Preparation of spikes and matrix spikes for QC requirements. 

 
6.4 Working standards must be appropriately identified and labeled.  Working 

standards will be stored in a designated location with access limited to the 
laboratory staff.  

6.5 Standards will be removed for disposal when the expiration date is reached or the 
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standard is no longer considered dependable for any reason. 
 
7.0 STANDARDS QUALITY 
 

7.1 The quality of the standards will be monitored through the evaluation of process 
control charts associated with the radioanalytical procedures.  The precision and 
bias of each standard will be monitored through quarterly evaluation of the 
process control data. 

 
7.2 Standards that are not used on a routine basis will be recertified using the 

counting instrumentation appropriate for the type and intensity of the emission of 
the isotope before analytical data can be accepted. 

 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 



QCP3
Revision 12

STANDARDS, TRACERS, AND WORKING SOLUTION LOG

Secondary Standard:

Dilution calculation for solution
Weight (g) Uncertainty relative error (RE)

Vial + Solution(g):
Vial(g):

Solution(g):

Concentration and Uncertainty of Original Standard Solution in Bq/g
CONC. TPU RE

Concentration and Uncertainty of Original Standard Solution in pCi/g
CONC. TPU RE

Total Activity and Uncertainty of Original Standard Solution in pCi
Activity TPU RE

Diluent:

Vol. Flask + Solution: Pipette ID: Pipette ID:
Vol. Flask: H20 Vol. (mL): Soln. Vol. (mL):

Solution: Weight (g): Weight (g):

CONC. TPU RE

Prepared By:  Date:

Reviewed By:  Date:

Activity in pCi per mL of diluted solution on reference date:

Dilution Volume:

Exp. Date:
Recommended T1/2:

T1/2 1σ unc.

Total Uncertainty as Percentage

Reference Date:

Isotope:
Primary Standard ID Number:

Working Solution:
Working Solution ID Number:

Date Received:

Vendor:

Secondary Standard ID Numer:




