
Figure B-2

ELECTRONIC CALIBRATION RECORD

SITE                                                                                    

INSTRUMENT TYPE              

INSTRUMENT NUMBER

PULSER TYPE/NUMBER

PULSER
VOLTAGE

INSTRUMENT
VOLTAGE

INSTRUMENT SCALE PULSER SCALE
INITIAL INSTRUMENT

READING 
(c/m)

ADJUSTED
INSTRUMENT

RESPONSE
(c/m)

X1000 (1K) 400,000

X100 40,000

X10 4,000

X1 400

X1000 200,000

X100 20,000

X10 2,000

X1 200

REMARKS:

CALIBRATED BY: DATE:

Data Reviewed _______________
  Date  _______________________


