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SECTION 5.12

IONIZATION SURVEY METER CALIBRATION AND CHECK-OUT

1.0 Purpose

To describe the procedures for calibration and operational check-out of ionization survey
meters.

2.0 Responsibilities

• The site coordinator is responsible for assuring that this procedure is implemented.

• Survey team personnel are responsible for following this procedure.

3.0 Procedure

3.1 Calibration of the higher range ionization instruments is to be performed under direction
of staff health physicists and the ORISE Environment, Safety & Health office (ESH),
using standard procedures developed for that operation.  Record appropriate information
on the Exposure Rate Calibration Data Form (Figure B-20 or equivalent).  Copies of the
calibration record forms are to be maintained in ESSAP files.

3.2 Prepare a daily Instrument Operational Check-out Form (Figure B-1 or equivalent)
entering the background and average check source counting rates on the first data line.

NOTE: This form accompanies the instrument to the survey site.

3.3 Daily instrument operational check-out is performed according to Section 5.1.


