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SECTION 5.7

ALPHA/BETA SCINTILLATION DETECTOR CALIBRATION AND CHECK-OUT

1.0 Purpose

To describe the procedures for calibration and operational check-out of a scintillation
detector for simultaneous alpha/beta counting.

2.0 Responsibilities

• The site coordinator is responsible for assuring that this procedure is implemented.

• Survey team personnel are responsible for following this procedure.

3.0 Procedure

3.1 Equipment

U Portable ratemeter-scaler:  Model 2223, Ludlum Instrument Corporation; or
equivalent.

U Alpha/beta scintillator detector:  Model 43-89, Ludlum Instrument
Corporation; or equivalent.

U Pulser:  Model 500, Ludlum Instrument Corporation.

U Cable: C-C; or other connectors, as applicable.

U Record forms.

U Calibration sources.

U Check Source.

3.2 Voltage Plateau Determination

3.2.1 Connect a Ludlum Model 500 Pulser to the Model 2223 ratemeter-scaler.

3.2.2 Switch the 2223 to the $ position.  Adjust the beta threshold ($T) for 4 mV
and the window ($W) for 60 mV.  The pulser counts should be detected on the
2223 ratemeter-scaler above 4 ± 1 mV and should shut off above 60 mV. 
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3.2.3 Switch the channel selector switch to the alpha position.  Adjust the pulser for
a 120 mV pulse output and vary the alpha threshold ("T) control until counts
are detected on the ratemeter-scaler.

3.2.4 Depress the HV switch and adjust the HV potentiometer for 0.4 to 0.5V on the
0-1.5 scale.  Connect the scintillator and switch to the beta only position.
Place an alpha source (e.g. Th-230 or Pu-239) on the detector face.

3.2.5 Slowly increase the HV potentiometer to observe an increase, then decrease,
and increase again in count as the voltage is increased.  Decrease the voltage
until the ratemeter is in the "dip" of the observed count rate versus HV plot
just performed.  Depress the HV switch and note the setting.

3.2.6 Plot the voltage against the count rate in 25 volt increments, 50 volts each side
of the HV reading found in the above step (e.g., HV setting for count "dip" in
the above step=675 volts, start the plot at 625 volts and increase in 25 volt
steps until 725 volts is reached).  This should be done for an alpha source (e.g.
Th-230 or Pu-239), a beta source (e.g. Tl-204 or SrY-90), and background
counts for both alpha and beta channel positions.

3.2.7 Find the optimum operating voltage from the plot which gives the greatest
alpha and beta source efficiency while maintaining no greater than the
maximum acceptable level of "cross talk" between channels.

Beta to alpha "crosstalk" should not exceed 3%.  Alpha to beta "crosstalk"
should not exceed 10% for Th-230 or Pu-239.

3.2.8 Select the desired count channel display and proceed to use the instrument.

3.3 Instrument/Detector Assembly and Electronic Set-Up

3.3.1 Switch the knob to the "+$ position.

3.3.1.1   Press the BAT Button.  Note: The needle should register above    
               the Battery OK portion of the scale.  If not, replace batteries.

3.3.2 Check voltage.  Operating voltage should be approximately 750 V.  See
voltage posting on selected detector.

3.4 Calibration Background Determination

3.4.1 Turn ratemeter-scaler off.  Attach scintillation detector and turn ratemeter-
scaler back on and adjust to "+$ position.
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3.4.2 Determine the detector background for 1 minute.  After the one minute count,
adjust knob to " position then $ position and record the results.  If the
background is between the ± 2F acceptance limits of the established
instrument/detector control chart average background, proceed with
calibration.  If the background value is between the 2F and 3F investigation
limits perform two more background measurements.  If both counts are within
the 2F limits, continue calibration.  If the initial background measurement is
outside of the ± 3F limits, perform three additional one minute background
measurements.  If at least two out of the three additional measurements fall
within the 2F limits and the third measurement is less than the 3F limit,
proceed with calibration.  Record the background and response limits (Figure
B-4 or equivalent). 

If the above conditions are not met, then the instrument/detector combination
must be removed from service until repairs can be made or the combination
is evaluated for changes in instrument operational parameters or other factors.
Establishment of a new control chart will then be required following any
repair or modifications with the potential to affect the background range.  Site
specific and construction-material specific backgrounds will be determined in
the field, as required to address project objectives.

3.5 Efficiency Determination

3.5.1 Select an alpha calibration source.  The source selected should be a large-area
source—larger than the physical detector area—which will provide a
minimum accumulation of 10,000 gross counts during the count interval.  The
typical count interval with available calibration sources is one minute.  Longer
count times may be necessary, dependent upon calibration source activity.

3.5.2 Place the detector over the alpha calibration source (place the source at the
approximate center of the detector if using a small-area source) and
accumulate the count.  Record the source, its associated identification number,
source gross count rate (Rs+b) and the 2B surface emission rate,
q2B (in cpm) from the source calibration certificate on the Calibration Data
Form.  Determine the "cross-talk" per equations on the Calibration Form
(Figure B-4 or equivalent).

NOTE:  The q2B,sc is the 2B emission rate of the calibration source that is
subtended by the physical detector area—i.e. determine fraction of total
source emission rate that corresponds to physical area of detector as  follows:
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3.5.3 Subtract the " average control chart background count rate Rb from the
calibration source gross count rate (Rs+b - Rb) in the " channel.

3.5.4 Calculate the instrument efficiency (,i), and round the result to two significant
figures. (The instrument efficiency for a 43-89 typically ranges from 20 to
40%).

Record all information on the Calibration Data Form (Figure B-4 or
equivalent).

3.5.5 Select a beta calibration source with energies representative of the site
contaminant(s).  The source selected should be a larger-area source—larger
than the physical detector area—which will provide a minimum accumulation
of 10,000 gross counts during the count interval.  The typical count interval
with available calibration sources is one minute.  Longer count times may be
necessary, dependent upon calibration source activity.

3.5.6 Place the detector over the beta calibration source (place the source at the
approximate center of the detector if using a small-area source) and
accumulate the count.  Record the source, its associated identification number,
the source gross count rate (Rs + b) in the $ channel and the 2B surface emission
rate, q2B (in cpm) from the source calibration certificate.  Calculate the percent
"cross-talk" as follows:

                           ( )
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( )
Cross Talk

Net cpm
Net cpm

− =
+
+

α β
α β

3.5.7 Subtract the average control chart background count rate, Rb, from the
calibration source gross count rates (Rs+b - Rb) in the $ channel.

NOTE:  The q2B,sc is the 2B emission rate of the calibration source that is
subtended by the physical detector area—i.e. to determine fraction of total
source emission rate that corresponds to physical area of detector as follows:
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This correction is only performed when the calibration source area is larger
than the detector physical area.

3.5.8 Calculate the instrument efficiency (,i), and round the result to two significant
figures.  (The instrument efficiency for a 43-89 typically ranges from 5 to
20% and is dependent upon source energies).

Record all information on the Calibration Data Form (Figure B-4 or
equivalent).

3.6 Check-Source Reproducibility Determination

3.6.1 Position an alpha check source on the detector or use a jig.  Accumulate the
count for one minute.  The check source used should provide a minimum
count rate of 10,000 cpm.  However, lower activity check sources may be
used at the discretion of the site coordinator.  Record the source position,
count rate and time.  Remove the detector from the source.  Reposition the
detector and source and repeat the count.  Repeat 10 times.  Calculate the
average value and the 3F deviation.  The 3F value should be # 10% of the
mean.  If it is not, the instrument/detector combination must be removed from
service until repairs can be made.  Calculate ± 5% of the mean.  If the 3F is
less than 5% of the mean, use ± 5% of the mean as the acceptable check
source response range.  If the 3F is between 5% and 10% of the mean, use the
actual ± 3F values as the acceptable detector check source response range.
Record all information (Figure B-4 or equivalent).  

NOTE:  This same check source is to accompany the calibrated instrument to
the field survey site.

3.6.2 Position a beta check source (e.g., Co-60, SrY-90) on the detector or use a jig.
Accumulate the count for one minute.  The check source used should provide
a minimum count rate of 10,000 cpm.  However, lower activity check sources
may be used at the discretion of  the project leader.  

Record the count rate and time.  Remove the detector from the source.
Reposition the detector and source and repeat the count.  Repeat 10 times.
Calculate average value and the 3F deviation.  The 3F value should be # 10%
of the mean.  If it is not, the detector must be removed from service until
repairs can be made.  Calculate ± 5% of the mean.  If the 3F is less than 5%
of the mean, use ± 5% of the mean as the acceptable check source response
range.  If the 3F is between 5% and 10% of the mean, use the actual ± 3F
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values as the acceptable detector check source response range.  Record all
information (Figure B-4 or equivalent).

NOTE: This same check source is to accompany the calibrated instrument to
the field survey site.

3.6.3 Prepare a daily Instrument Operational Check-out Form (Figure B-1 or
equivalent).  Enter the average check source count rate, the average
background count rate (from the control chart), instrument efficiency (,i), and
the count times on the first data line.  Enter acceptable range limits for check
source and background response (from the control chart).  

NOTE:  This form accompanies the calibrated instrument to the field survey
site.

3.7 Site Operational Check-Out and Construction Material-Specific Backgrounds 

3.7.1 When initially checking out equipment on-site, at the start of each work day,
midday, and the end of the work day, perform a one minute background count.
Record the count rate on the Instrument Operational Check-out Form (Figure
B-1 or equivalent) and compare the results to the response limits.  If outside
these limits refer to Steps 3.4.2 and 3.7.1.1 of this Section.

 
3.7.1.1 Site-specific backgrounds used for instrumentation operational

check-out will be required should the site background variance fall
outside of the acceptable background response determined at
calibration.  For establishing a new site background, perform 10-one
minute background measurements.  Calculate the average value and
2F and 3F deviation and allowable range.  Record the new
background average and response limits (Figure B-1 or equivalent).

3.7.2 When initially checking out equipment onsite, at the beginning of each
workday, midday (if site logistics permit), and end of the work day, place the
check source at the designated detector position.  Perform a one minute count,
record the count rate on the Instrument Operational Check-out Form (Figure
B-1 or equivalent), and compare the result to the established response limits.
A result outside of the established response limit must be evaluated.  New
site-specific check source response limits may be established in accordance
with steps 3.6.1 and/or 3.6.2 of this section if environmental factors are
determined to be the cause of the response shift.  Otherwise, remove the
instrument/detector from service until repairs can be made.

3.7.3 Construction material-specific (e.g. concrete, steel, wood, tile, etc.)
backgrounds, for use in MDC and surface activity calculations (Section 7.3
and 7.4), will be established at the site for each group of construction
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materials encountered that exhibits comparable background levels.  Material-
specific backgrounds will be determined in a site area unaffected by
radioactive material use but of similar construction. 

Place the detector in contact with the surface of interest and accumulate
counts for one minute (or other count interval, matching sample measurement
count interval).  Repeat for a total of 10 measurements at different locations
of the same material type to account for any spatial variability.  Calculate
and record (Figure B-5 or equivalent) the average background count rate.

When shielded and unshielded measurements in the survey area are required
(refer to Section 7.4), perform the above series of 10 measurements both with
and without a minimum 3/8" thick plexiglass shield.  Calculate individually
and record the shielded and unshielded reference material background count
rates.  Determine the construction (reference) material background count rate
with the ambient background level removed as follows:   

Rrm=Ru - Rs 

where:
Rrm= reference material background count rate (ambient background
subtracted out)
Ru = unshielded gross.
Rs= shielded, background count rate.

At a minimum, one of each type of instrument/detector combination (e.g.
Ludlum 2223 ratemeter-scalers coupled with 43-89 scintillation detectors)
used for quantitative surface activity measurements will be used at the site to
acquire these construction material-specific backgrounds.  The site
coordinator determines the applicability of the background values to other
identical instrument/detector combinations used at the site.

3.8 MDC Determination

MDC =    3 + (4.65/B)  
                                          T x ,tot x G
     

MDC = minimum detectable concentration level in disintegrations/minute/100 cm2

B = background (total counts) in time interval, T (may be construction material-
specific)
T = count time (min) to be used for field measurements
,tot = total efficiency =        counts           = ,i * ,s

                                                               disintegration  

,i = instrument efficiency
,s = source efficiency
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unless otherwise determined: ,s= 0.5 for $max > 400 keV and
,s= 0.25 for alpha and $max < 400 keV.

G = geometry =  physical detector area cm2 ;
                                                               100      

              
43-89 detector physical area = 117 cm2

This formula calculates the activity level in dpm/100 cm2 which can be detected at
the 95% confidence level.

Compare this value to the site guidelines to determine adequate sensitivity of the
instrumentation.  An MDC that is less than 50% of the applicable criteria is
desirable.


